Continuous fetal pH monitoring. Preliminary results.
Preliminary results obtained with the new subcutaneous pH electrode confirm the reliability of this method as far as the purely technical aspects are concerned. The routine clinical use is still burdened with several unsolved problems which should be worked out as soon as possible.